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VMIC 1160
BLDG # 958
RACK # 5647
CHASSIS IDi CST.958.VME
sSLOT # 5
BASE ADDRESS: FFFFE000
VMIVME
1160A
VMIACC BTO1
BLDG # 958
RACK # RK-5647
CHASSIS IDI  N/A
SLOT #
BASE ADDRESS!
172 VMIACC BTO1
C1.fd XXXX /7 XXXX
XXXX /7 XXXX
XXXX / XXXX
XXXX / XXXX
XXXX / XXXX
il XXXX /7 XXXX
P3 R XXXX / XXXX
| g 64 Pin male to male ribbon cable, o7 RERL 4 SRS
oo XXXX 7/ XXXX
33 XXXX 7 XXXX “
R XXXX / XXXX
oo XXXX / XXXX
e 3 XXXX / XXXX
o3 XXXX 7 XXXX
S o XXXX / XXXX
oo XXXX / XXXX
o3 XXXX /7 XXXX
e 3 XXXX / XXXX
oo XXXX / XXXX
S o XXXX / XXXX
oo XXXX / XXXX
S XXXX / XXXX
L1y XXXX / XXXX
- [ XXXX / XXXX
] XXXX / XXXX
VMIC XXXX / XXXX
L VMEbus | XXXX /7 XXXX
XXXX /7 XXXX
XXXX /7 XXXX
. . \ A32
The following jumpers are installed: €32
Ji, J3, J5, J7, J9, J11, J13, J15, J17, J1o, J21, J23, J23,
Je7, Jes, J31, J33, J35, J37, J39, J41, J43, J45, J47,
J49, J31, J33, J35, J37, J39, J6l, J63
U3s
Sw 1-3 OFF
SW 4-8 0ON STl
L2l wm|mw| P
INTERPRET IN GENERAL | Q.A. CATEGORY A—3 | e | BROOKHAVEN NATIONAL LABORATORY
Uu34 ACCORDANCE WITH SR
SW 1-8 ON ASME Y14.24M—1989 & | PAPE [0y UPTON, N.Y. 11978
DIMENSIONS ARE N ChES. | B CA— CONTROLS
pEM I | Ko BAF BLDG 958 CHASSIS CST.958.VME
J65 /AM2 short Nonpriviledge I/0 access R 008 Fro VMIC 1160 INPUT BOARD
: 5 it S Drawing Number iy
I NA\/ BREAK SHARP EDGES NEXT ASSEMBLY D DRAWING NUMBER A
OUTSTANDING | sy wax XX man XX MATERIAL: |SCN.EFULL |WEIGHT: - |SHEEI' 10F 1
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